MR angiographic evaluation of platinum coil packs at 1.5T and 3T: an in vitro assessment of artifact production: technical note.
Susceptibility artifact from platinum coil packs impairs the visibility of perianeurysmal soft tissues at conventional 3D time-of-flight MR angiography. These artifacts limit the evaluation for residual-recurrent aneurysm and parent vessel stenosis. Reducing the echo time can decrease the artifact and improve perianeurysmal visualization. The purpose of this study was to assess quantitatively the effect of decreasing the echo time on artifact production at different field strengths and coil pack densities.